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Abstract

A spectrophotometric method using flow injection analysis (FIA) is
described for the determination of amoxicillin (AMX). Its detection limit,
linearity and reproducibility were examined.The automated method is
based on a coupling reaction between AMX and diazotized paranitroaniline (DPNA) in alkaline medium to form an intense reddishorange, water-soluble dye that is stable and has a maximum absorption at
478 nm.The calibration graph was linear over the concentration range of
0.5-100 µg.ml-1 with a detection limit of 0.104 µg.ml-1 and sample
throughput of 60 h-1. The proposed method was successfully applied to the
determination of AMX in injections and capsules.

Introduction:

Amoxicillin (AMX), 6-(p-hydroxy-α-amino phenyl acetoamido)
penicillanic acid, is the p-hydroxy analogue of ampicillin but possesses some
significant advantage over ampicillin, include more complete gastrointestinal
absorption, and littile or no effect on absorption of food (1).The British
pharmacopaeia recommended a liquid chromatography (LC) and
spectrophotometric (using imidazol-mercury reagent) methods for the
determination of AMX in raw material and dosage forms respectively (2).
The literature reported several analytical procedures for the
determination of AMX in pure form or in pharmaceutical formulations as well
as in biological fluids. It included spectrophotometric (3; 4), polarographic (5;
6), flourimetric (7; 8), flow injection analysis (9) and HPLC methods (10; 11).
Recently a flow injection spectrophotometric method is developed for the
determination of AMX in capsules and injections based on using N,Ndimethyl-p-phenylenediamine and potassium hexacyanoferrate (III) in alkaline
medium to form a blue soluble product that can be measured at λ max of 660
nm (12). Various FIA-spectrophotometry methods based on diazotization and
*
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coupling reactions have been developed for the determination of drugs such as
metronidazole (13), sulphonamide (14), acetaminophene and dopamine (15).
The purpose of the present investigation is to develop a simple and
sensitive method for the determination of AMX in pharmaceutical
preparations using diazotization coupling reaction and FIA-spectrophotometer.
The proposed method is based on a coupling reaction between AMX and
DPNA in alkaline medium (16) to form an intense reddish-orange color
product which shows an absorption maximum at 478 nm.
Reaction mechanism of the method:
ِAmoxicillin forms a reddish-orange colored product (λ max at 478 nm)
with DPNA in alkaline medium. Due to the phenolic nature of AMX, it can
readily be coupled with a chromogenic reagent (DPNA) according to scheme
1. The reddish-orange dye product was only formed in alkaline medium
(sodium hydroxide) since AMX is converted into its salt (phenoxide ion). The
later is more stable than phenol ( resonance) leading to a more stable
intermediate with DPNA (17).
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Scheme 1: Proposed mechanism of the reaction between AMX and DPNA
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Experimental
Apparatus:
Shimadzu UV-Vis 260 digital double beam recording
spectrophotometer with a flow cell of 50 µl internal volume and 1cm bath
length were used for all absorbance measurements. A two-channel manifold
(Fig. 1) was employed for the FIA spectrophotometric determination of AMX
in pure and dosage forms. A peristaltic pump (Ismatec, LabortechnikAnalytik, CH-8152, Glatbrugg-Zurrich-Switzerland) was used to transport the
carries solutions. (Rheodyne, Altex 210, supelco-USA) injection valve was
employed to provide appropriate injection volumes of standard solutions and
sample. Flexible vinyl tubing of 0.5 mm internal diameter was used for the
peristaltic pump. Reaction Coil (RC) was of Teflon with internal diameter of
0.5 mm.
Channel (A) was used to transport DPNA solution and channel (B) to
transport Sodium hydroxide solution. The sample was injected into the stream
of DPNA solution through the injection valve and was then mixed with the
stream of sodium hydroxide solution. Solutions were propelled by peristaltic
pump with individual flow rate of 0.75 ml.min-1 and the absorbance was
measured at 478 nm .
S
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Fig. 1: Manifold employed for FIA-Spectrophotometric determination of
AMX with DPNA solution in alkaline medium where: A, 5 mM of DPNA
solution; B, 20 mM of sodium hydroxide solution; IV, Injection valve; R.C,
Reaction Coil; S, Sample; P, Peristaltic pump; F. C, Flow cell; D, Detector; W,
Waste.
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Reagents and materials:
All chemicals used were of analytical reagent grade and distilled water
was used throughout. Pure amoxicillin drug sample was kindly provided from
state company for Drug Industries and Medical Appliance, SDI, Samara. Iraq.
Dosage forms were obtained from commercial sources. p-Nitroaniline,
PNA ( Merck).
Diazotized p-nitroaniline (DPNA), 5 mM was prepared daily by
dissolving 0.0690 gm of PNA in about 70 ml of distilled water (heating may
be required), add 3 ml of 800 mM hydrochloric acid in a 100 ml volumetric
flask. Cool the mixture to 0-5 0C for 5 min using an ice–bath. Add 0.0345 gm
amount of sodium nitrite (Merck) and stir the mixture. After 5 min the volume
is made up to the mark with distilled water. More dilute solutions were
prepared by suitable dilute with distilled water.
Sodium hydroxide, (BDH), 100 mM solution and hydrochloric acid,
(Fluka) 800 mM solution were prepared by dilution of concentrated solutions.
Amoxicillin stock solution, 1000 µg ml-1. A 0.1000 gm amount of
AMX was dissolved in 10 ml ethanol in a 100 ml calibrated flask and the
solution was made up to the volume with distilled water. Serial dilutions with
distilled water were made to cover the working range.
Recommended procedure:
Samples containing different concentrations 0.5-100.0 µg ml-1 of
AMX were prepared by simple dilution of the stock solution with distilled
water. The FIA- spectrophotometric measurements were carried out using the
manifold shown in Fig.1, by injection of 150 µl AMX into a stream of 5 mM
of DPNA reagent which was then combine with 20 mM sodium hydroxide
stream. The flow rate in each channel was 0.75 ml min-1 and the absorbance
of the resulting reddish-orange dye was measured at 478 nm. A 100 µg ml-1 of
AMX was used for the optimization of conditions in FIA system.
Analysis of Pharmaceutical preparations:
An accurately weighed amount of 10 powdered capsules or mixed
content of 10 vials equivalent to 100 mg of the pure drug, was transferred into
a 100 ml calibrated flask and was dissolved in 10 ml ethanol and completed to
the mark with distilled water. The flask with its contents was shacked well and
filtered. A sample of 2500 µg of AMX in a final volume of 25 ml was taken
and the measurement was carried out as described earlier under general
procedure.
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Results and discussion of the method
Amoxicillin forms reddish-orange colored product (λ max=478 nm)
with DPNA in the presence of sodium hydroxide. The absorption spectrum of
the colored product is shown in (Fig. 2). The absorbance is directly related to
the concentration of AMX and can be used for its spectrophotometric
determination. The development of the color product depends on the reaction
conditions and was optimized as follows.
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Fig. 2: Absorption spectra of (20 µg.ml-1) of AMX treated as described under
procedure and measured against blank and the reagent blank measured against
distilled water.
Configuration designs:
The FIA configuration used to determine AMX was designed to
provide different reaction conditions for magnifying the absorbance signal
generated by reaction of AMX with DPNA in alkaline medium. Maximum
absorbance intensity was obtained when the sample was injected into a stream
of 5 mM DPNA and then combined with 20 mM sodium hydroxide.
Concentration of hydrochloric acid:
The effect of different acid concentrations (used for preparing the
diazotized reagent) were studied in the range of 16 to 40 mM. A concentration
of 24 mM gave the highest absorbance and was chosen for further use (Fig 3).
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Fig.3: Effect of the concentration of HCL (mM).
Concentration of diazotized reagent:
The effect of various concentrations of DPNA solution were
investigated in the range of 1-10 mM. A concentration of 5 mM gave the
highest linear absorbance and was chosen for further use. The results are
shown in (Fig 4).
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Fig.4: Effect of the concentration of DPNA (mM).
Concentration of sodium hydroxide:
Sodium hydroxide was found necessary for developing the color
product and increase its stability. The effect of Sodium hydroxide in the
concentration range of
10-100 mM was investigated and a greatest
absorbance intensity was obtained with 20 mM (Fig 5).
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Fig.5: Effect of the concentration of sodium hydroxide (mM).
Effect of flow rate:
Effect of flow rate on the sensitivity of the colored product was studied
in the range of 0.5-3.5 ml.min-1. The results obtained (Fig 6) showed that the
absorbance increased up to a flow rate of 1.5 ml.min-1 (0.75 ml.min-1 in each
channel) and decreased for greater flow rates. A total flow rate of 1.5 ml.min-1
was chosen for further use and with this flow rate of a sampling rate of 60 h-1
was achieved.
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Fig.6: Effect of total flow rate (ml min-1).
Effect of reaction coil length:
Coil length is an essential parameter that affected on the sensitivity of
the colored reaction product and was investigated in the range of 25-250 cm.
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The results obtained showed that a coil length of 100 cm gave the highest
absorbance as shown in (Fig.7) and was used in all subsequent experiments.
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Fig.7: Effect of the length of the reaction coil in (cm).
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Effect of injection sample volume:
The volume of injection sample was varied between 50-250 µl ranges
at chosen volumes of (50, 100, 150, 200 and 250 µl). Inside this range the
absorbance was increased as the injected volume was increased up to injected
volume of 150 µl and decreased for greater injected volumes (Fig. 8). A loop
of 150 µl gave the best absorbance and was used in the recommended
procedure.
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Fig.8: Effect of sample loop (µl ).
Determination of molar ratio and stability of the dye product:
The stoichiometry of the reaction between AMX and DPNA was
investigated using Job’s method for continuous variation (19) and FIA
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Absorbance

technique under the optimized conditions. The results obtained (Fig. 9) show
that 1:1 dye product is formed between AMX and DPNA.
The dye formed was soluble in water, the apparent stability constant
was calculated by comparing the absorbance of a solution containing
stoichiometric amount of AMX and DPNA with that of a solution containing
five-fold excess of DPNA reagent. The stability constant of the dye in water
under the described experimental conditions was 6.94×103 L.mole -1.
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Fig.9: Study of the mole ratio of the reaction between AMX and DPNA.
Interferences:
Interference studies were carried out in order to investigate the effect
of excipients that might be present in AMX dosage forms. Thus, no
interference was observed from sucrose, lactose, talc, starch,
polyvinylpyrolidon (PVP) and Mg-stearate in the determination of AMX by
coupling reaction with DPNA.The study was carried out by analyzing
synthetic sample solutions containing 10 µg. ml-1 of AMX and excess amount
(10 fold excess) of each excipient; none of these substances interfered
seriously.
Optical characteristics:
In order to test whether the reddish-orange product formed obeys
Beer’s law or not, a series of solutions containing varying amounts of AMX
were pumped, each as four replicates and the absorbances were recorded
against the reagent blank at 478 nm. The Beer’s law limits, the regression
equation, correlation coefficient and limit of detection are summarized in
(Table 1). The precision and accuracy of the proposed method were studied by
analyzing solutions containing known amounts of AMX within the Beer’s law
limits, and the results indicate that a high precision and accuracy of the
١١٣
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method (Table 2) were obtained. Finally, the proposed method was fast with a
simple through put of 60 injection h-1.
Application of the method:
The optimized FIA-spectrophotometric system was used to determine
AMX in some commercial pharmaceuticals (capsules and injections). The
results in (Table 3) are in accordance with those obtained by the official
spectrophptometric method (2) using imidazole-mercury reagent. Statistical
analysis (20), F-and T-test, reveals that there is no significant difference in
precision and accuracy between the proposed method and the official
spectrophotometric method.
Conclusion:
The proposed automated FIA method is rapid, sensitive, precise and
accurate, with a high sample through put and low reagent consumption.
Interferences from common excipients are limited and the method can be used
for the routine analysis of commercial formulations instead of the tedious
official method.
Finally, in comparison with other possible FIA-spectrophotometric
methods (Table 4), the proposed method offers the following advantages: a
wider determination range; a higher sensitivity; and a slightly higher accuracy.
Table.1: Optical characteristics and analytical data of AMX.
Parameter
Color of the dye product
λmax (nm)
Regression equation
Linear range (µg ml-1 )
Correlation coefficient
Limit of detection (µg ml-1)
Reproducibility % for 70 µg ml-1
Recovery,% for 70 µg ml-1
Through-put (hr-1)

Value
Reddish-orange
478
Y=0.011X+0.0851
0.5-100.0
0.9997
0.104
0.64
99.83
60

Molar ratio of the product (AMX:DPNA)

1:1

Stability constant (L.mole-1)

6.94 × 103

Table 2: Accuracy and precision of the proposed method.
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Conce. Of AMX (µg ml-1 )
Present
Found
20.000
20.336
٦٠٫٠٠٠
60.809
٧٠٫٠٠٠
69.881
*For five determinations.
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Recovery %*

RSD %*

101.68٠
101.348
99.٨٣٠

٠.984
0.714
0.641
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Table 3: Application of the proposed and official methods to the
determination of some AMX drugs in dosage forms.
Drug forms
Amoline (injection500mg )
Oubari-pharma-syria
Amoxicillin(injection500mg)
Pan pharma-France
Acamoxil (capsule 250mg)
ACAI-Iraq

FIA method
Recovery %*

RSD %*

Official method
Recovery %*

100.76

1.16

102.50

98.15

0.91

101.00

98.85

0.41

102.00

Amoxicillin (capsule250mg)
Pharm-Inter-Belgica
Amoxicillin (capsule250mg)
Ajanta-Limited-India

102.77

0.84

99.00

101.85

1.44

98.00

Amoxicillin (capsule 250mg)
SDI-Iraq

101.73

0.56

99.00

* For five determinations.

Table 4:Comparison of the proposed method with some of the FIAspectrophotometric methods for the determination of AMX.

Reagent
Folinciocaleteu
(sodium
tungestate ,
sodium
molybdate and
phosphoric
acid)
1- Nitroso-2
naphthol with
Ce(IV) or
Pb(IV)
DPNA

R.S.D%

Sample
through
put
h-1

1.26

Not
reported

21

540

41.94 335.52

2.00

40

22

478

0.5-100.0

0.98

60

This
work

Coloured
species

Wave
length
(nm)

Radical
cation

715

Oxidative
coupling
Diazotization
and
coupling

Beer’s
low
Range
(ppm)

1-20
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ﺍﻟﺘﻘﺩﻴﺭ ﺍﻟﻁﻴﻔﻲ-ﺍﻟﺤﻘﻥ ﺍﻟﺠﺭﻴﺎﻨﻲ ﻟﻼﻤﻭﻜﺴﻴﺴﻴﻠﻴﻥ ﻓﻲ ﺍﻟﻤﺴﺘﺤﻀﺭﺍﺕ ﺍﻟﺼﻴﺩﻻﻨﻴﺔ
ﺒﺎﻻﺯﺩﻭﺍﺝ ﻤﻊ ﻜﺎﺸﻑ ﺒﺎﺭﺍ ﻨﺎﻴﺘﺭﻭﺍﻨﻠﻴﻥ ﺍﻟﻤﺅﺯﻭﺕ
ﺩ .ﻤﺅﻴﺩ ﻗﺎﺴﻡ ﺍﻟﻌﺒﺎﻴﺠﻲ

ﻗﺴﻡ ﺍﻟﻜﻴﻤﻴﺎﺀ

ﻫﻨﺩ ﻫﺎﺩﻱ*

ﻜﻠﻴﺔ ﺍﻟﻌﻠﻭﻡ – ﺠﺎﻤﻌﺔ ﺒﻐﺩﺍﺩ

ﺍﻟﺨﻼﺼﺔ
ﻴﺘﻀﻤﻥ ﺍﻟﺒﺤﺙ ﻭﺼﻑ ﻁﺭﻴﻘﺔ ﻁﻴﻔﻴﺔ ﺒﺴﻴﻁﺔ ﻭ ﺴﺭﻴﻌﺔ ﻭﺤﺴﺎﺴﺔ ﻟﻠﺘﻘﺩﻴﺭ ﺍﻟﻜﻤـﻲ ﻟﻠﻤﻘـﺎﺩﻴﺭ

ﺍﻟﻀﺌﻴﻠﺔ ﻤﻥ ﻤﺴﺘﺤﻀﺭﺍﻻﻤﻭﻜﺴﻴﺴﻴﻠﻴﻥ ﻓﻲ ﺍﻟﻤﺤﺎﻟﻴل ﺍﻟﻤﺎﺌﻴﺔ ﺒﺎﺴﺘﺨﺩﺍﻡ ﺘﻘﻨﻴﺔ ﺍﻟﺤﻘﻥ ﺍﻟﺠﺭﻴﺎﻨﻲ .ﺘﻌﺘﻤـﺩ
ﺍﻟﻁﺭﻴﻘﺔ ﻋﻠﻰ ﺘﻔﺎﻋل ﺍﺯﺩﻭﺍﺝ ﺍﻟﻤﺴﺘﺤﻀﺭ ﺍﻟﻤﺫﻜﻭﺭ ﻤﻊ ﻜﺎﺸﻑ ﺒﺎﺭﺍﻨﺎﻴﺘﺭﻭﺍﻨﻠﻴﻥ ﺍﻟﻤﺅﺯﻭﺕ ﻓـﻲ ﻭﺴـﻁ

ﻗﺎﻋﺩﻱ ﺤﻴﺙ ﻴﺘﻜﻭﻥ ﻨﺎﺘﺞ ﺒﺭﺘﻘﺎﻟﻲ ﻤﺤﻤﺭ ﻤﺴﺘﻘﺭ ﻭﺫﺍﺌﺏ ﻓﻲ ﺍﻟﻤﺎﺀ ﺍﻋﻁﻰ ﺍﻋﻠﻰ ﺍﻤﺘﺼﺎﺹ ﻋﻨﺩ ﻁـﻭل

ﻤﻭﺠﻲ  ٤٧٨ﻨﺎﻨﻭﻤﺘﺭ .ﻴﺸﻴﺭ ﺍﻟﺭﺴﻡ ﺍﻟﺒﻴﺎﻨﻲ ﻟﻼﻤﺘﺼﺎﺹ ﻤﻘﺎﺒل ﺍﻟﺘﺭﻜﻴﺯﺒﺎﻥ ﻗﺎﻨﻭﻥ ﺒﻴﺭ ﻴﻨﻁﺒﻕ ﻀـﻤﻥ
ﻤﺩﻯ ﺍﻟﺘﺭﻜﻴﺯ  ١٠٠-٠,٥ﻤﺎﻴﻜﺭﻭﻏﺭﺍﻡ ﻤل

١-

ﻤﻥ ﺍﻻﻤﻭﻜﺴﻴﺴﻴﻠﻴﻥ ﻭﺒﺤﺩ ﻜﺸﻑ  ٠,١٠٤ﻤﺎﻴﻜﺭﻭﻏﺭﺍﻡ

ﻤل.١-ﻭﺒﻤﻌﺩل ﻨﻤﺫﺠﺔ ﺤﻭﺍﻟﻲ  ٦٠ﻋﻴﻨﺔ ﺒﺎﻟﺴﺎﻋﺔ ﻭﺘﻤﺕ ﺩﺭﺍﺴﺔ ﺍﻟﻅﺭﻭﻑ ﺍﻟﻤﺜﻠﻰ ﻟﻠﺘﻔﺎﻋـل ﻭﺘﻁﺒﻴـﻕ
ﺍﻟﻁﺭﻴﻘﺔ ﻋﻠﻰ ﺍﻟﻤﺴﺘﺨﻀﺭﺍﺕ ﺍﻟﺼﻴﺩﻻﻨﻴﺔ ﺍﻟﺤﺎﻭﻴﺔ ﻋﻠﻰ ﺍﻻﻤﻭﻜﺴﻴﺴﻴﻠﻴﻥ.

* اﻟﺒﺤﺚ ﻣﺴﺘﻞ ﻣﻦ رﺳﺎﻟﺔ ﻣﺎﺟﺴﺘﻴﺮ ﻟﻠﺒﺎﺣﺚ اﻟﺜﺎﻧﻲ
١١٩

